[The development of new-type soft X-ray tube].
This report is based on the technology of image and photo-taking and the creative mecaanism of X-ray. It also analyses the disadvanges of the outanode X-ray tube and the limitations of its clinical practice. Moreover, it clarifies the designing idea and the development result of a new-type soft X-ray tube.